Relationship between tissue characterization with 40MHz intravascular ultrasound imaging and 64-slice computed tomography  by Utsunomiya, Makoto et al.
Journal of Cardiology (2011) 57, 297—302
avai lab le at www.sc iencedi rec t .com
journa l homepage: www.e lsev ier .com/ locate / j j cc
Original article
Relationship between tissue characterization with
40MHz intravascular ultrasound imaging and 64-slice
computed tomography
Makoto Utsunomiya (MD)a,∗, Hisao Hara (MD)b, Masao Moroi (MD, FJCC)a,
Kaoru Sugi (MD, FJCC)a, Masato Nakamura (MD, FJCC)a
a Division of Cardiovascular Medicine, Toho Ohashi Medical Center, 2-17-6 Ohashi, Meguroku, Tokyo, Japan
b Division of Cardiovascular Medicine, National Center for Global Health and Medicine, Tokyo, Japan
Received 18 October 2010; received in revised form 29 January 2011; accepted 31 January 2011
Available online 21 March 2011
KEYWORDS
Plaque
characterization;
Intravascular
ultrasound;
Coronary computed
tomography
Abstract
Background: Identiﬁcation of coronary plaque composition is important for selecting the
treatment strategy, and 64-slice computed tomography (CT) is a noninvasive method of char-
acterizing atherosclerotic plaques. However, the correlation between plaque characteristics
detected by CT and intravascular ultrasound (IVUS) is not clear. A 40MHz IVUS imaging system
(iMap-IVUS) has recently been developed to evaluate plaque composition. The aim of this study
was to compare iMap-IVUS with 64-slice CT angiography for the characterization of non-calciﬁed
coronary plaques.
Methods and results: Both 64-slice CT angiography and iMap-IVUS were performed in 19 patients
(38 plaques). CT values were measured as Hounsﬁeld units (HU) in circular regions of interest
(ROI) drawn on the plaques. The iMap-IVUS system analyzed coronary plaques as ﬁbrotic, lipidic,
necrotic, or calciﬁed tissue based on the radiofrequency spectrum.
A positive correlation was found between CT values and the percentage of ﬁbrotic plaque
(r = 0.34, p = 0.036) or calciﬁed plaque (r = 0.40, p = 0.011). Conversely, a negative correlation
was found between CT values and the percentage of lipidic plaque (r =−0.41, p = 0.01), or
necrotic plaque (r =−0.41, p = 0.01).
Conclusions: Good correlations were observed between the characteristics of non-calciﬁed
-IVUS
Carplaque determined by iMap
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doi:10.1016/j.jjcc.2011.01.016and the CT values of plaque detected by 64-slice CT scanning.
diology. Published by Elsevier Ltd. All rights reserved.
ntroductionome reports have suggested that the characteristics of
oronary atherosclerotic plaque have an important inﬂuence
n the risk of coronary events [1—3], and that assessment
f plaque composition before deciding the interventional
Published by Elsevier Ltd. All rights reserved.
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trategy is useful. Recent advances in 64-slice computed
omography (CT) have led to its use for the characterization
f coronary atherosclerosis [4—9]. It has been shown that 64-
lice CT can detect and classify coronary plaques and assess
ascular remodeling [10—13]. The usefulness of tissue char-
cterization by 64-slice CT for predicting post-procedural
yocardial injury was also recently demonstrated [14].
urrently, intravascular ultrasound (IVUS) is recognized as
he gold standard for quantitative measurement of coro-
ary plaques and for characterization of plaque composition
9,15,16]. Although plaque morphology has an inﬂuence on
ajor coronary events, grey-scale IVUS has some limitations
or identifying plaque characteristics accurately [17,18].
ecently, spectral analysis of IVUS radiofrequency data (so-
alled virtual histology IVUS) has been introduced for the
ifferentiation of plaque components [19,20]. However, the
elations between CT density values and plaque components
etected by virtual histology IVUS have not been deter-
ined [21,22]. The ‘‘iMap-IVUS’’ (Boston Scientiﬁc Corp.,
remont, CA, USA) is a new radiofrequency imaging system
esigned for tissue characterization. iMap technology con-
erts the signal wave pattern into a frequency spectrum,
nd then compares it to specially selected autopsy spectra
‘‘data library’’) to ﬁnd the closest match. Since each tissue
ype (ﬁbrotic, lipidic, necrotic, or calciﬁed) has a distinct
pectral pattern, the technology identiﬁes the pattern that
ach spectrum most closely resembles [23]. However, there
s limited information concerning the accuracy of coronary
laque characterization using iMap-IVUS. Therefore, the aim
f this study was to compare iMap-IVUS with 64-slice CT
ngiography for the characterization of non-calciﬁed coro-
ary plaques.
aterials and methods
atient selection
n a single-center study, we enrolled 19 consecutive patients
rom July 2009 to January 2010. They had stable angina
13 men; mean age: 66.1± 11.8 years) and underwent 64-
lice coronary CT before standard coronary angiography,
ith at least one coronary stenosis >50% being identiﬁed
y quantitative coronary angiography. IVUS was performed
or at least one vessel before percutaneous coronary inter-
ention (PCI). Exclusion criteria were arrhythmias, heavily
alciﬁed lesions, restenosis, renal insufﬁciency (serum crea-
inine >1.5mg/dl), a history of allergy to iodinated contrast
edia, and inability to breath-hold. In these 19 patients, 38
therosclerotic lesions were selected for further investiga-
ion.
oronary CT angiography
atients with a resting heart rate of >60 beats/min received
tenolol (1mg/kg orally) at 60min before imaging, and all
atients received nitroglycerin (0.3mg sublingually) at 5min
efore imaging. A 64-slice CT scanner (Aquilion 64, Toshiba,
towara, Japan) was used with 64× 0.5mm collimation, a
etector pitch of 9.8—11.2, pixel size of 0.39mm× 0.39mm,
antry rotation time of 350ms, tube current of 400mA, and
oltage of 120 kV. Contrast medium (370mgI/ml−1 iopami-
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ol; Bayer Schering Pharma, Osaka, Japan) was injected at
rate of 0.06ml/kg/s throughout the entire scanning time
lus 2 s, followed by 0.15ml/kg of contrast medium plus
.15ml/kg of saline solution with a dual injector. Acquisi-
ion of CT data and the electrocardiogram (ECG) was started
s soon as the CT density of the ascending aorta reached a
redeﬁned threshold of 250HU. The effective radiation dose
as 15—18mSv. Acquisition time was reduced to 175ms by
pplying a half-scan algorithm (data from gantry rotation of
nly 180◦ was used for image reconstruction) in all patients.
T image reconstruction
aw CT data were reconstructed using a half-scan algorithm
ptimized for retrograde ECG-gated reconstruction. The
econstruction period was terminated at the peak of the P
ave on the monitoring ECG. Reconstructed CT images were
ransferred to a computer workstation (Ziostation, Amin,
okyo, Japan) for post-processing and analysis. After visual
nspection of volume-rendered images to assess the con-
guration of the coronary artery lumen, coronary plaques
ere carefully inspected on both axial and curved multipla-
ar reformatted images, which were used to visually classify
ach lesion.
Images were reconstructed with the optimal setting to
etect plaques and vessel boundaries. This was done with
n average width representing 155% (range: 395—809HU)
f the mean intraluminal intensity and at a level repre-
enting 65% of the mean intensity (range: 165—339HU), as
reviously reported [6]. Coronary plaques were outlined by
anual tracing and the coronary plaque area was calcu-
ated as the difference between the vessel area (inside the
xternal elastic lamina) and the luminal area at the site of
aximum luminal narrowing observed on cross-sectional 64-
lice CT images. Coronary plaques were deﬁned as structures
ith an area >1mm2 within and/or adjacent to the coronary
rtery lumen and surrounding pericardium. For plaque anal-
sis and tissue characterization, CT images were evaluated
ith a window level of 83HU and a width of 230HU. Regions
f interest (ROIs) with an area of 1.0mm2 were placed inside
ach plaque, and tissue density (in HU) was measured at 3
andomly selected points independently by 2 cardiologists.
VUS
efore stenting, IVUS was performed after the intracoronary
dministration of nitroglycerin (125—250g). Data were
cquired with a 40MHz IVUS catheter (Atlantis SR Pro, Boston
cientiﬁc Corp.). The catheter was advanced beyond the
arget lesion, and imaging was performed retrogradely dur-
ng automatic pullback at a speed of 0.5mm/s. The IVUS
ata were stored on a hard disk for ofﬂine analysis, which
as performed independently by experienced analysts who
ere unaware of the angiographic ﬁndings or the base-
ine clinical and lesional characteristics. Qualitative analysis
f each plaque was done with iMap software. The lumen
nd the media—adventitia interface were outlined manu-
lly for the entire culprit lesion. Then the iMap IVUS system
lassiﬁed each plaque into 4 color-coded components as
reviously described (green for ﬁbrous plaque, yellow for
ipidic plaque, red for necrotic plaque, and blue for calci-
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Figure 1 Plaque characterization with 64-slice computed tomography (CT) and iMap-intravascular ultrasound (IVUS). (a) Curved
multiplanner reconstructions of non-calciﬁed plaque in proximal right coronary artery (RCA). (b) Measurement of CT attenuation
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plaques were analyzed by both CT and iMap-IVUS. The dis-
tribution of these plaques is shown in Table 2. The iMap-IVUS
provided good images in all cases. In these, 24 plaques were
in culprit lesion and in all cases IVUS catheter could cross
Table 1 Characteristics of the patients.
Variables
Total patients (n) 19
Male (%) 13 (68.4)
Age (years) 66.1± 11.8
Risk factors (%)
Diabetes 6 (31.6)
Hypertension 13 (68.4)
Dyslipidemia 9 (47.4)
Family history 2 (10.5)
Smoking 9 (47.4)in cross-sectional image. The CT attenuation determined base
image at the same location of proximal RCA. Plaque compositi
and plaque components were evaluated. Plaque locations deter
ﬁed plaque) [23]. Plaque affected by acoustic shadowing due
to calciﬁcation or wire artifact was removed automatically.
CT versus IVUS
Coronary plaques were viewed on CT scans and the loca-
tions of each one in the coronary arteries were noted.
An experienced analyst evaluated the CT scans and corre-
sponding IVUS images side-by-side to detect non-calciﬁed
plaques. Anatomical cross-correlation between CT and IVUS
was achieved by using side branches as landmarks and mea-
suring the distance between branches on the CT and IVUS
images, as well as by comparing the plaque area and shape.
Statistical analysis
The Statistical Package for Social Sciences (SPSS) for
Windows version 15.0 (Chicago, IL, USA) was used for
all analyses. Continuous variables were expressed as the
mean± standard deviation, while discrete variables are pre-
sented as the number and percentage. Correlations between
CT and IVUS ﬁndings were assessed by Pearson’s correla-
tion analysis. The reproducibility of CT values for coronary
plaque was assessed by calculating the intra-observer and
inter-observer variability, which was deﬁned as the differ-
ence between the corresponding measurements expressed
as a percentage of their mean. A p-value of less than 0.05
was taken to indicate statistical signiﬁcance in these analy-
ses.the mean value in different three sites. (c) Color-coded IVUS
analyzed by iMap-IVUS. Plaque areas were manually outlined
d by CT and IVUS were carefully harmonized.
esults
epresentative examples of iMap-IVUS image and CT images
re shown in Fig. 1.
Baseline patient characteristics are summarized in
able 1. Coronary CT angiography was performed in all
9 patients, and none of them were excluded because of
roblems with CT image quality. Thirty-eight non-calciﬁedPrior MI 0 (0)
Statin use (%) 12 (63.2)
EF 66.1± 7.8
MI, myocardial infarctio; EF, ejection fraction.
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digure 2 Linear regression analysis for non-calciﬁed plaque
omposition detected by iMap-intravascular ultrasound. Percen
ith CT attenuation, and percentage of lipidic plaque and necr
he lesion before ballooning. The intra-observer and inter-
bserver variability of the HU values of plaques detected by
4-slice coronary CT was 8± 6% and 10± 8%, respectively.
he mean CT value was 73.7± 36.1HU. There was no sig-
iﬁcant difference in CT density values between plaques in
Table 2 Distribution of non-calciﬁed coronary plaques.
Coronary segment (%) N = 38
Left main 2 (5.3)
Left anterior descending 20 (52.6)
Proximal 8 (21.1)
Middle 11 (28.9)
Distal 1 (2.6)
Left circumﬂex 3 (7.9)
Proximal 1 (2.6)
Middle 2 (5.3)
Distal 0 (0)
Right 13 (34.2)
Proximal 1 (2.6)
Middle 9 (23.7)
Distal 3 (7.9)
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suation determined by computed tomography (CT) and plaque
of ﬁbrous plaque and calciﬁed plaque has positive correlation
plaque has negative correlation with CT attenuation.
ifferent coronary arteries. There was a good correlation
etween 64-slice coronary CT ﬁndings and the plaque com-
onents detected by iMap-IVUS. A positive correlation was
oted between the CT values and the percentage of ﬁbrotic
laque (r = 0.34, p = 0.036) or the percentage of calciﬁed
laque (r = 0.40, p = 0.011). Conversely, a negative correla-
ion was found between the CT values and the percentage
f lipidic plaque (r =−0.41, p = 0.01) or the percentage of
ecrotic plaque (r =−0.41, p = 0.01) (Fig. 2).
iscussion
he main objective of this study was to compare the char-
cterization of non-calciﬁed plaques by using color-coded
0MHz IVUS radiofrequency data (iMap-IVUS) with 64-slice
oronary CT. Various studies have demonstrated that grey-
cale IVUS cannot assess plaque composition accurately
hen compared with the histopathology of atherectomy
amples [24]. On the other hand, it has been reported that
ultidetector-row CT has the potential to identify soft,
brous, and calciﬁed plaques [25,26]. Furthermore, previ-
us studies have shown a signiﬁcant difference between the
T density of hypoechoic, hyperechoic, and calciﬁed lesions,
uggesting that CT values closely reﬂect plaque composi-
ular u
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tion [27—29]. VH-IVUS has been validated by in vitro studies
and ex-vivo studies of human coronary arteries, and clin-
ical data have also been published. However, the relation
between the CT value of plaque and the plaque composition
detected by VH-IVUS has not been reported before [30,31].
In this study, tissue characterization was done with the iMap-
IVUS, which has a higher frequency imaging catheter than
that used for VH-IVUS, and allowed us to analyze the plaque
composition in more detail. As a result, we noted signiﬁ-
cant correlations between the percentages of various plaque
components detected by the iMap-IVUS and the CT values.
There were positive correlations between CT values and
detection of ﬁbrous plaque or calciﬁed plaque by the iMap-
IVUS, as well as negative correlations with necrotic plaque
and lipidic plaque. However, the correlations of CT values
with iMap-IVUS data were not strong. The reason may be that
analysis of the CT density within atherosclerotic plaques
was affected by partial volume and motion artifacts. In con-
trast, plaque characteristics determined by iMap-IVUS refer
to plaque tissue only and exclude the media, while CT could
not identify the media because of its limited spatial resolu-
tion. Thus, some distortion of results may be assumed.
Clinical implications
We have assessed the newly developed tissue characteriza-
tion IVUS system. Tissue characterization of iMap-IVUS has
good correlation with CT and the possibility that iMap is a
useful plaque characterization system was suggested. With
this system, we could assess the plaque morphology before
stenting, and identiﬁcation of plaque morphology would be
useful for deciding strategy of PCI. Recent reports suggested
that atherosclerotic plaque analyzed by IVUS might be
related to the deterioration of coronary ﬂow [32,33]. And we
have already reported that necrotic plaque volume detected
by iMap was associated with no-reﬂow phenomenon during
PCI [34]. So, it might be said that plaque with low CT value
was associated with no-reﬂow phenomenon during PCI. How-
ever, further investigations about plaque characterization,
for example prediction of no-reﬂow phenomenon or assess-
ment of plaque vulnerability, are needed.
Limitations
Our study had several limitations. The total number of
plaques was too small for generalization of our results.
Also, the limited temporal and spatial resolution of 64-slice
coronary CT leads to a certain lack of sharpness of the coro-
nary wall, so that varying amounts of lumen or adventitia
are included during manual contour detection. The min-
imum width of slice to evaluate the composition of the
plaque determined by CT and IVUS was 0.5mm and 0.1mm
respectively, and we could not analyze the plaque with lon-
gitudinal study. Furthermore, manual plaque detection is
inﬂuenced by the individual operator. Non-calciﬁed plaques
were selected based on the decision of the study coordinator
and only CT data sets with good or excellent image quality
were analyzed. Another limitation is that volumetric analy-
sis was not performed, and only the cross-sectional area at
each site was assessed.
[ltrasound imaging and 64-slice computed tomography 301
onclusion
ood correlations were observed between the composition
f non-calciﬁed plaque as determined by iMap-IVUS and the
T values of plaque on 64-slice CT images. The iMap-IVUS
ystem may be reliable for characterization of non-calciﬁed
laque.
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